Pacing lead fracture after a deceleration injury.
Acute pacemaker malfunction is potentially lethal. A high index of suspicion must be maintained in physicians caring for traumatized patients utilizing permanent pacing systems. We present a case of transvenous pacemaker lead fracture sustained in a vehicular deceleration injury.